MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT _ —_ REPORT#7
RECEVED )

Complete thia report in duplicate at the time of the regular monthly preventative maint¢ By Carol Day ati7:29 pm;: Dec 05 2015Jrspaired

Send copy to Department of Health and Senior Services; retain origlnal In depariment fita,

DATE OF INSPECTION

ALCO SENSOR IV SN PRINTER SN
02699 13.1891.096 12/03/15
LOGATION OF INSTRUMENT (STREET AND CITY) FIME OF INSPEGTION
501 FARAON ST JOSEPH MO 64501 2106

CHECKLIST; Place a mark in the box by each item it found 1o be satisfactory or If operating within established limits. (Write in observed val-
ues where determined.) Unmarked llems must be comrected before using Instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (1 O-C - 40-C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[] siMuLATOR soLUTION COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPFLIER INTOXIMETERS Lor#.. AG428002  exp, paTe __ 10-07-2016
IL] SIMULATOR TEMPERATURE (34'C + 0.2'C) SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK - (ONLY ONE STANDARD IS 7O BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tasts must be within 5% of the standard value and must have a spread of .005 or
fsss. Chack the box corrasponding to the standard solulion being used. {(PRINTOUT ATTACHED)
D] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ | 0.080% STANDARD - MUST READ BETWEEN 0,076% and 0.084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 - 102 TEST 2 - 101 TEST 3 - 100

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS}

REEUSALS ¢ (004} ¢  |(05-09) | (10-14) ¢  [{15419) ¢  [(OVER.19) o

List any new parts and describe any alteratlon or modification that was made to restore the Instrument to operate satisfactorily and within
established limits (use other side if necessary).

PRINT HAME
SGT WAYNE BYROM
TELEPHONE NUMBER

250124 06/08/2017 816-271-5359

Return completed report to the: Breath Alcchol Program, MO Department of Health and Senlor Services, Southeast District Office
2875 James Boulsavard

Poplar Bluif, MO 63801

MO 580-1351 {8-1 D} - AM EQUAL OPFORTUNITYIAFFIRMATIVE AGFICN EWPLDYER
wanvices peovided on 8 nond sariminatony bavy

TYPE It PERMIT NUREETTEXPIRATION DATE

LAB-114



Customer Name
Intoximeters, Inc,
2081 Cralg Road
St. Louls, Mo 63146

Exp. Date
7-Oct-2018

Alrgas USA LLG (LAB)
3500 Bernard Street

St Louls, Mo, 63103
Ph: {314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Cyl, Type
108

Lot # AG428002

Componpent
Ethanol

Nitrogen

Certification Traceable to N.I.S.T. RGM Ethanol Standards:

Serial No.

EB0010581
EB0010570
EB0010285
EB0010561
EB0010681

Analytical Method:

Concentration
391.8 ppin
259.8 ppm
209.0 ppm
103.7 ppm
52,22 ppm

NDIR

Digitaliy $¥ned by Quakly Control
Data: 2014.10.08 12:15:60 -05:00

Reason: Ory gas slanderd cerification of analysls

Location: Alngas USA LLC {Lab}

Analyst:

Test Date: 8-Oct-2014

Certified Concentratlon

0.100 + 2% BrAC (272 ppm)

Balance
Seriai No. Concentration
EB0010603 392.5 ppm
EB00G10559 258.9 ppm
EB0D10595 208.9 ppm
EB0D10562 104.9 ppin
EB0O10578 52.94 ppm

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 298901
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

TYPE Il
WAYNE BYROM

is hereby authorized to instruct and supervise operators, train instructors, inspact, calibrala, perform field sewvice and repairs,
and operale the following brealh analyzer(s):

DATAMASTER, INTOX EC/IR 11, ALCO-SENSOR IV W/PRINTER

for the determinalion of the alcoholle content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306,111 through 308,119 RSio.

—

T

pATE __ G/BI2015 Laos taede
DIRECTOR OF STATE PURLIC HEALTH LABORATORY

NUMBER 230174 - Neold Usslen :[
ExPIRES §/8/2017

T LB G2 4316 i

SIRECTAR OF DEPARTIMENT OF HEALTH AND SENIOR SERVIDES
(BTN

S BTATE OF MISSOURI
s ‘i_ /) DEPARTHENT OF KEALTH AND SEMIOR SERVIGES

&1

BREATH ALCOHOL PROGRANM

T INSTRUMENT OPERATOR CARD

The memed cardiolder fs aulhorized fo aperete an evidential breath avcohol
ingtrumard far e deleaninslipn o A8 eioroks conlent fn breeth form of expied a5

D

Operater  BYROM, WAYNE
Permit No 260124
Dsto lssued §/8/2018  Date Explros 6812017

Srbr——




